24-Hour Infusor LV Infusion Patient Education

240 mL to infuse at 10 mL / hour over 24 hours

It is the patient’s own responsibility to monitor infusions to ensure that they are infusing at a proper rate. To facilitate patient’s monitoring of their own infusions the following images (not to scale) illustrate the approximate sizes and volumes of the Baxter Infusor LV infusion device at different times during the infusion.

Start: Total volume = 240 mL

12 Hours: Total volume = 120 mL

24 Hours: Total volume = 0 mL